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研究成果の概要（和文）：我々は岐阜大学医学部附属病院放射線部に配備される 2 台の CT 装置

を用いて「撮像時相別ボーラストラッキング技術の開発」を行った．大動脈，膵臓，肝実質に

ROI を設定し，各部位における造影増強効果プロファイルを観察しながら，増強効果のピーク

での撮像を可能にするプログラムを開発した．上記の基礎データを踏まえて，被検者の体格に

よる最適化，低被ばく撮像，撮像時相別の最適タイミング撮像を可能とし，インテリジェント

インジェクターと連携が可能な「低被ばく高画質インテリジェント造影 CT システム」の開発

に必要な基礎データを収集した．  

 
研究成果の概要（英文）：The radiation exposure per a citizen in our country leads to approximately 

3.7 times of the world average. Reduction of radiation exposure in CT is urgent issue, and the 

usefulness of low tube voltage CT has been reported. However, the reduction of radiation dose often 

leads to image quality deterioration by increased image noise and the contrast decrease, and the 

noise reduction filter has been developed for the compensation. On the other hand, side effects such 

as anaphylaxis or renal dysfunction related to iodine administration, but there is not evident relation 

between the iodine amount of 500 mg/kg - around 750 mg/kg and such adverse events. We have 

conducted upper abdominal CT examinations with the iodine load of 600 mg/kg, but it is believed 

that the dose of 521 mg/kg is sufficient for the contrast enhancement. Based on such backgrounds, 

we attempted to develop bolus-tracking techniques for multiple- contrast phase using two CTs in our 

hospital. I also developed a program to enable the imaging at the contrast enhancement peak of 

organs while setting ROIs to the aorta, pancreas, and liver parenchyma. Based on the research data, 

we optimized the CT examinations adjusting with body habitus of patients, decreasing radiation dose, 

optimizing the most effective contrast phase. We also attempted to connect the system to the 

intelligent contrast injector. We present these results at Radiological Society of North America in 

2012. 
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１．研究開始当初の背景:被ばくやヨード負
荷を低減しつつ CT 画質を維持することが
できないかと考えた 
 
２．研究の目的: 被検者の体格による最適
化，低被ばく撮像，撮像時相別の最適タイ
ミング撮像を可能とし，インテリジェント
インジェクターと連携が可能な「低被ばく
高画質インテリジェント造影 CT システ
ム」の開発 
 
３．研究の方法：2 台の CT 装置を用いて
「撮像時相別ボーラストラッキング技術の
開発」を行った．大動脈，膵臓，肝実質に
ROI を設定し，各部位における造影増強効
果プロファイルを観察しながら，増強効果
のピークでの撮像を可能にするプログラム
を開発した． 
 
４．研究成果：被検者の体格による最適化，
低被ばく撮像，撮像時相別の最適タイミン
グ撮像を可能とし，インテリジェントイン
ジェクターと連携が可能な「低被ばく高画
質インテリジェント造影 CTシステム」の開
発に必要な基礎データを収集した．また，
これまでの成果は 2012 年の北米放射線学
会にて発表した． 
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